Totally implantable venous devices are used in medical care for parenteral nutrition, vascular access, administrating chemotherapeutic agents and so on. Although the large variety of catheter complications, catheter fracture is a rare but serious complication. The pinch off syndrome is caused by the compression of the catheter between the clavicle and first rib, and may lead to fracture and possible dislocation of the catheter. We report here the case history of a patient with metastatic breast cancer who developed a rare complication of subclavian catheter fracture as a consequence of pinch off syndrome.
Totally implantable venous devices (TIVDs) are now frequently used for the administration of chemotherapy, prolonged intravenous infusion and blood aspiration without repeated venosection in cancer patients. [1] [2] [3] However, the placement of TIVDs using classical subclavian vein puncture method is associated with several complications, such as infection, thrombosis, superior vena cava syndrome, cardiac arrhythmia and air embolism. 2, 4 A rare but serious complication is catheter fracture. 5 We represent here a case of spontaneous catheter fracture and resolved by percutaneous endovascular retrieval. 
CASE

DISCUSSION
In 1990, Hinke et al. first described the term and/or swelling in the chest or shoulder on the side of the catheterization. 8 The other signs were dysfunctional catheter, catheter embolization, cardiac palpitations, bilateral chest pain, abdomi- Additionally, it is necessary to closely observe with repeated chest X-rays of those patients who undergo subclavian venous port insertion.
